
WDIR Cal Sheet
Date ___________ 1-Nov-07

S/N ____________ 49704/76815 Tech intls. M Ryczek

Last Cal Date: 22-Aug-06 Next Cal Date: 1-Nov-09
Before repair After repair

Actual Wind 
Direction

Monitor Wind 
Direction

Is Measured 
Value Within 5 

Degrees of 
Actual Value?

Actual Wind 
Direction

Monitor Wind 
Direction

Is Measured 
Value Within 5 

Degrees of 
Actual Value?

0 0 0 0 0 0
30 0 30 30 31 1
60 0 60 60 61 1
90 0 90 90 91 1
120 0 120 120 120 0
150 0 150 150 149 -1
180 0 180 180 180 0
210 0 210 210 209 -1
240 0 240 240 238 -2
270 0 270 270 269 -1
300 0 300 300 299 -1
330 0 330 330 329 -1
340 0 340 340 339 -1
350 0 350 350 351 1
355 0 355 355 355 0

Faulty R1 (1KOhm) replaced on PC board.

Trogue Disc Pass/Fail Trogue Disc Pass/Fail
Clockwise pass Clockwise pass
Counter-Clockwise pass Counter-Clockwise pass


	WDIR

